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Reusable and highly sensitive SERS immunoassay utilizing gold 
nanostars and a cellulose hydrogel-based platform 

Maria João Oliveiraa,b, Inês Cunhaa, Miguel P. de Almeidac, Tomás Calmeiroa, Elvira Fortunatoa, 
Rodrigo Martinsa, Luís Pereiraa,d, Hugh J. Byrnee, Eulália Pereirac, Hugo Águasa,*, and Ricardo 
Francob,* 

The development of robust and sensitive point-of-care testing platforms is necessary to improve patient care and outcomes. 

Surface-Enhanced Raman Scattering (SERS)-based immunosensors are especially suited for this purpose. Here, we present 

a highly sensitive and selective SERS immunoassay, demonstrated for the example of Horseradish Peroxidase (HRP) 

detection, in a sandwich format. The strength of our biosensor lies in merging: (i) SERS-immunotags based on gold nanostars, 

allowing exceptional intense SERS from attached Raman probes, covalent attachment of anti-HRP antibodies by a simple 

chemical method providing exceptional antigen binding activity; (ii) the ease of preparation of the capture platform from 

regenerated cellulose-based hydrogel, a transparent material with low background fluorescence and Raman signal, 

particularly suited for preserving high activity of covalently bound anti-HRP antibodies. The sandwich complexes formed 

were characterised by Atomic Force Microscopy, and by Scanning Electron Microscopy coupled with Electron Diffraction 

Spectroscopy; (iii) the robustness of the simple Classical Least Squares method for SERS data analysis, resulting in superior 

discrimination of SERS signals from the background and much better data fitting, compared to the commonly used peak 

integral method. Our SERS immunoassay greatly improves the detection limits of traditional enzyme-linked immunosorbent 

assay approaches, and its performance is better or comparable to existing SERS-based immunosensors. Our approach 

successfully overcomes the main challenges for application at point-of-care, including increasing reproducibility, sensitivity, 

and specificity, associated with an environmentally friendly and robust design. Also, the proposed design withstands several 

cycles of regeneration, a feature absent from paper-SERS immunoassays and that opens the way for sensitive multiplexing 

applications on a microfluidics platform.

Introduction 

The relevance of biosensors that are both highly sensitive and 

specific, with easy translation into portable health applications, 

has been particularly highlighted by the need for rapid 

screening of large populations during the SARS-CoV-2 

pandemic1. Surface-Enhanced Raman Scattering (SERS)-based 

immunosensors are especially suited to fulfil the criteria of 

highly sensitive and specific analyte detection, with easy 

adaptation to a variety of point-of-care testing (POCT) formats. 

Examples include lateral flow2,3, magnetic beads4,5, and 

microfluidic devices6,7.  

In a traditional SERS-immunometric assay, the analyte is 

sandwiched between the capture antibody and the labelled 

antibody. The capture antibody is immobilised on a substrate, 

whereas the “top bread slice” of the sandwich consists of the 

same antibody attached to a plasmonic metal nanoparticle (NP) 

labelled with a Raman probe (the SERS-immunotag)2,8–10. This 

design offers a more sensitive and versatile option for 

biosensing than label-free strategies11, with easy adaptation to 

a microfluidics setup. 

Challenges to overcome for POCT application of SERS-

immunosensors are; low reproducibility, inherent to SERS-

based detection methods; reduction of costs of the device, 

including use of low reagent and sample volumes; and easy 

operation and readout. Additional desirable features for the 

POCT assay are high sensitivity and specificity, rapidity and 

robustness, and an environmentally friendly design, with a view 

towards disposability12. For POCT applications, a microfluidic 

platform exhibits numerous advantages, including rapid 

response, low sample consumption, high-throughput screening 

ability, and portability. The high surface-to-volume ratio of 

micro-meter-sized channels of microfluidic devices increases 

reaction rates of immunoassays compared to those on solid 
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substrates or in the aqueous phase8,13. In addition, the 

continuous flow environment helps to reduce nonspecific 

adsorption of SERS nanoprobes, which in turn increases the 

sensitivity and accuracy for a quantitative detection7. 

In a SERS-immunosensor based on the sandwich design, 

sensitivity and selectivity improvements can be brought by the 

SERS-immunotag. This should present an optimal loading of 

antibodies that are active for antigen capture, making antibody 

functionalisation of the NPs a key step in the preparation of 

SERS-immunotags14,15. Antibody-orientation strategies at the 

surface of the NPs have been developed16,17, but are expensive 

and laborious. Another necessary improvement of the SERS-

immunotag lies in maximizing the detected signal and thus the 

biosensor sensitivity. Multibranched metal NPs, such as gold 

nanostars (AuNSs), show remarkable SERS performance due to 

their large number of intrinsic hotspots and high surface-to-

volume ratio, as compared to the more commonly used 

spherical NPs13,14,18. The sharp bands of SERS spectra obtained 

from selected Raman probes are ideal candidates for optical 

encoding, which can further facilitate multiplex and high-

throughput immuno-detection13,19. 

Substrates commonly used in microfluidic devices and ELISA 

plates, such as polydimethylsiloxane (PDMS), polystyrene, or 

even glass, can lead to fluorescence or scattering background 

and partial overlap of vibrational bands from samples when 

using SERS tags for biological applications20,21. These traditional 

rigid substrates lack reusability and sensitivity, due to possible 

leaching of the randomly non-covalently attached antibodies. 

Flexible substrates such as paper for SERS can present several 

advantages over conventional rigid substrates, in terms of cost 

and processability, achieving Raman signal enhancements (EF ≈ 

105–107) comparable with conventional supports18,22. Cellulose 

nanofibers are one of the most attractive green bioresources, 

due to their high abundancy, renewability, biodegradability, 

biocompatibility, and hydrophilicity. In particular, cellulose-

based hydrogels are an attractive choice, not only due to low 

energy requirements for fabrication, but also by providing a 

smooth surface, highly appropriate for immunoassays due to 

the high water-absorption capacity23. Their moldability allows 

construction of microfluidic devices using simple fabrication 

methods, such as matrix-assisted 3D printing24. Importantly, 

cellulose-based hydrogels are transparent and have low 

background fluorescence, two essential characteristics for their 

application on highly-sensitive SERS-based microfluidics 

devices25.  

Finally, a POCT platform requires a simple readout of SERS 

spectra. A method that integrates data processing, analysis and 

readout should be applied to improve the limit of detection 

(LOD) and efficiency of SERS detection, even in the presence of 

high background signals. Although the conventional peak 

integral method still prevails in Raman data processing, 

multivariate curve resolution (MCR) methods are becoming 

increasingly popular26–28. These methods allow identification of 

the chemically meaningful components by demultiplexing the 

complete profile of Raman spectrum, improving the limit of 

detection and assay robustness26,29. The success of these 

methods has been demonstrated in digital SERS imaging for 

multiplex detection at ultralow concentrations27.  

In this work, we present a highly sensitive and selective SERS 

immunoassay using Horseradish Peroxidase (HRP) detection as 

a proof-of-concept analyte in a sandwich format. The strength 

of the reported SERS-based biosensor lies in merging: 

i. SERS-immunotags based on gold nanostars, that proved to 

be strong SERS enhancers of the attached mercaptobenzoic 

acid (MBA) or 5,5′-dithio-bis(2-nitro-benzoic acid (DTNB) 

Raman probes. A highly active antibody corona was created 

by improving the method of covalent binding of antibodies 

to the Raman probe, giving rise to robust and stable SERS-

immunotags. 

ii. An easy to prepare, transparent, regenerated cellulose-

based hydrogel (RCH) platform, to which capture antibodies 

were also bound by the same simple covalent approach as 

used on SERS-immunotags, generating a highly active 

capture platform. 

iii. For SERS data analysis, we demonstrate the robustness of 

the simple Classical Least Squares method (CLS), in 

situations of partially overlapping key Raman bands derived 

from SERS-immunotags and the RCH platform. This 

approach allows quantitative mapping of the SERS signals 

along the capture platform and exclusion of interfering 

background signals. 

Simultaneous detection of two unrelated antigens 

(duplexing) was also demonstrated, and shelf-live and 

reusability studies were conducted, in view of POCT 

microfluidics applications. 

Results and Discussion 

Design of the sandwich SERS-based immunoassay. 

As illustrated in Figure 1A, the sandwich SERS immunoassay has 

two main components: (I) SERS-immunotags and (II) a capture 

platform. The preparation of the SERS-immunotags (Figure 1A, 

I) was performed in three steps, as previously reported14, with 

minor changes: (1) synthesis of AuNSs30; (2) functionalisation of 

AuNSs with one of the two Raman reporters (MBA or DTNB) 

used for SERS detection, and (3) functionalisation with anti-HRP 

by covalent cross-linking mediated by 1-ethyl-3-(3-

(dimethylamino)propyl)carbodiimide (EDC) and N-

hydroxysulfosuccinimide (SNHS)16,31. To increase the specificity 

of HRP binding to SERS-immunotags, a blocking step with 

bovine serum albumin (BSA) was also performed16.  

The capture platform, based on regenerated RCH, was 

fabricated as previously described, with minor modifications32. 

After activation of the RCH membrane by partial 

oxidation/carboxylation of hydroxyl surface groups, 

immobilisation of anti-HRP antibodies was also performed by 

covalent crosslinking using EDC and SNHS23(Figure 1Figure A, II). 

In order to increase the specificity of HRP binding to this capture 

platform, a blocking step with skim milk was performed33.  
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Figure 1B is a schematic representation of the sandwich 

assay reported here. The sample containing HRP (antigen) is 

incubated with the capture platform, to allow for binding of HRP 

to immobilised anti-HRP antibodies. After washing, a solution 

containing SERS-immunotags is added, promoting the 

formation of the detection sandwich. After washing excess 

SERS-immunotags, quantification of HRP in the sample is 

performed by detecting the SERS signal of SERS-immunotags 

that remained immobilised in the platform. 

 

Characterisation of the immuno-sensor components. 

SERS immunotags. Gold nanostars (AuNSs) with an average 

tip-to-tip length of ≈ 70 nm were synthesised and characterised 

as previously reported30. These star-shaped gold nanoparticles 

were chosen based on the previous study, in which they showed 

excellent enhancement of Raman signal and batch-to-batch 

reproducibility14. AuNSs were characterised by UV-Vis, SEM and 

DLS (see Supplementary Information (SI), section 1). 

Functionalisation with each of the Raman reporters (MBA or 

DTNB) was performed as previously reported14, and assessed by 

UV-vis spectroscopy and agarose gel electrophoresis (AGE) (see 

SI, section 2). 

Functionalisation with the antibody, in this case anti-HRP, is 

a critical step to obtain highly efficient SERS-immunotags. 

Depending on the method used, the antibody molecules can 

bind to the surface of the nanoparticles in a random or oriented 

conformation, and this interferes with the ability to recognise 

and specifically bind the antigen. To obtain a highly efficient 

binding to HRP, the bioconjugation between SERS-probe-AuNSs 

and anti-HRP was performed using the EDC/SNHS method31, 

and optimised by changing concentration of reagents, molar 

ratios between anti-HRP and AuNSs, reaction time and pH (see 

SI, section 3). A BSA blocking step finalised the SERS-

immunotags preparation, ensuring minimal non-specific 

interactions14.  

The functionality of SERS-immunotags in the biosensor was 

assessed by measuring the enzymatic peroxidase activity of HRP 

bound to SERS-immunotags. Four different concentrations of 

anti-HRP antibody were used to prepare SERS-immunotags, 

corresponding to 53, 105, 211 and 422 nM for 0.2 nM AuNSs. 

Incubation of these SERS-immunotags with an equimolar 

amount of HRP (based in the amount of anti-HRP), was followed 

by a washing step by centrifugation/resuspension, and HRP 

Figure 1 - Design of the sandwich SERS-based immunoassay. (a) Components of the immunoassay (I) Preparation of the AuNS-based SERS-immunotags; and (II) Fabrication of the 

capture platform, a TEMPO oxidised  regenerated cellulose-based hydrogel (TO-RCH) membrane with immobilised antibodies. In both cases, functionalisation with anti-HRP 

antibodies was by cross-linking, mediated by EDC/SNHS. (b) Antigen recognition by the immobilised capture antibody and by the SERS-immunotags gives rise to a sandwich 

immunoassay complex. Quantification of antigen in the sample is made by detecting the SERS signal of immobilised SERS-immunotags.
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enzymatic activity was measured14. Figure 2 shows the relative 

enzymatic activity of the HRP-bound to SERS-immunotags, for 

all anti-HRP concentrations used, in comparison to HRP-bound 

to SERS-immunotags prepared with the same concentrations, 

but by a physisorption  method14. For both types of SERS 

immunotags, maximal relative enzymatic activity was reached 

for 211 nM anti-HRP, not changing appreciably for the higher 

anti-HRP concentration tested (422 nM). A concentration of 211 

nM anti-HRP was thus considered to be appropriate to prepare 

highly active SERS-immunotags. Covalent conjugation was 

favoured, as those SERS-immunotags were ca. five times more 

active than their physisorption counterparts (Figure 2). 

Interestingly, this increase in enzymatic activity obtained for our 

covalent SERS-immunotags relative to their physiosorbed 

counterparts, is similar to that obtained for conjugates of 

protein-A mediated anti-HRP antibody immobilisation on 60 nm 

spherical gold NPs17. The use of protein-A allows orientation of 

antibodies at the surface of the NPs in a favourable position for 

antigen binding. Possibly, the reason for a favourable 

orientation of anti-HRP antibodies, in our case, is the low pH 

used for the EDC/SNHS coupling reaction. In fact, using a pH 

lower than the pI value induces rapid electrostatic adsorption in 

the correct orientation of the antibody molecules to the 

negatively charged surface of the AuNSs16. 

To further assess the activity of the sandwich formation 

between SERS-immunotags, HRP and anti-HRP, the 

electrophoretic mobility of AuNSs, SERS-immunotags, SERS-

immunotags with bound HRP and further bound to anti-HRP (a 

solution simulation of a positive sandwich assay) were 

measured by AGE14,15,34,35. Results on SI, Figure S7, are a proof-

of-principle for application of the SERS-immunotags to the 

SERS-based immunoassay. 

Capture platform. RCH membranes were prepared by 

previously published methods, with minor modifications32, by 

shear-casting dissolved cellulose on a cleaned glass plate, 

followed by treatment with glacial acetic acid. The robust 

membrane thus obtained is transparent, a desirable feature for 

integration into microfluidics devices36 (see inset in Figure 3A). 

As opposed to other cellulose-based substrates, no interfering 

fluorescence from additives of paper manufacturing production 

is present, a major advantage for sensitive Raman 

measurements18. The RCH membrane thickness was ≈ 43.5 μm, 

as evaluated by SEM (Figure 3B). Before immobilisation of anti-

HRP, the membrane was activated by oxidation of the hydroxyl 

surface groups to carboxylic moieties, using the 2,2,6,6,-

tetramethylpipelidine-1-oxyl radical (TEMPO)/NaBr/NaClO in 

water at pH 10–1137. This is an efficient and selective conversion 

reaction, that can be used in large scale processes providing the 

required surface carboxylic groups for EDC/SNHS cross-

linking23. 

Scanning Electron Microscopy (SEM) micrographs in Figure 

3A and 3B, show the topography of the hydrogel membrane, 

with a reasonably smooth surface formed by several stacked 

layers of regenerated cellulose. Comparing unmodified RCH 

with the activated, TEMPO-oxidised RCH (TO-RCH), the cellulose 

structure seems to be covered by a “gel-like” layer after 

activation, leading to an increase in surface roughness from 

67.3 nm for the unmodified-RCH to 84.3 nm for TO-RCH, as 

evaluated by AFM (Figure 3C and 3D, and SI, section 5). The RCH 

membrane was also characterised by FTIR (SI, Figure S8) before 

and after oxidation. Results show the typical vibrational bands 

from cellulose, with the appearance of carboxyl bands in the 

1600-1700 cm-1 region after oxidation38.  

Figure 2 - Functionality of the SERS-immunotags obtained by physiosorption (yellow bars) or covalent (green bars) methods, as evaluated by percent enzyme activity of bound HRP 

relative to free HRP. Four concentrations of anti-HRP, 53, 105, 211 and 422 nM, bound to 0.2 nM AuNSs, were incubated with HRP, followed by washing. Controls without HRP 

showed no enzymatic activity. For the maximal relative enzymatic activity (SERS-immunotags with 211 nM anti-HRP), covalent conjugates are ca. 5 times more active than their 

physiosorbed counterparts. One-way analysis of variance (ANOVA) was applied for statistical comparison followed by the Tukey’s multiple comparison test , *p ≤ 0.05, **p ≤ 0.01.
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Functionalisation of the TO-RCH platform with antibodies 

was performed by both physisorption and a covalent method, 

with further blocking with skimmed milk to increase the 

specificity of antigen recognition by the immobilised antibodies. 

The efficiency of covalent anti-HRP immobilisation on the 

platform was evaluated upon capture of HRP, by measuring the 

enzymatic activity, and compared with immobilisation of anti-

HRP by physisorption on an equivalent platform. As shown in 

Figure 4Error! Reference source not found.A, the enzymatic 

activity of the HRP on the capture platform obtained by 

covalent anti-HRP immobilisation (green bar) is ca. twice that 

observed for the corresponding platform obtained by 

physisorption (yellow bar). This difference can be explained by 

a combination of two effects, namely, i) the covalent-binding 

approach allows for a correct orientation of the anti-HRP 

antibodies, maximising HRP binding; and ii) physiosorbed 

antibodies can be bleached during the washing procedure 

following their immobilisation39. As a blocking control, the 

enzymatic activity of the HRP on the platform without anti-HRP 

(TO-RCH alone, grey bar), was found to be residual, confirming 

efficient blocking of the platform.  

Figure 3 - SEM micrographs from the (a) surface and (b) cross-section of the as-prepared RCH. The inset in (a) is a photograph of the as-prepared RCH in front of a flower, evidencing 

its transparency. AFM topography images of surfaces from RCH before and after oxidation for antibody immobilisation: (c) As-prepared RCH (maximum height of 400 nm); (d) 

Activated, RCH after treatment with TEMPO (TO-RCH) (maximum height of 1200 nm). 

Figure 4 - HRP enzymatic activity evaluates anti-HRP antibodies immobilisation on TO-RCH. (a) Covalently-bound antibodies (green bar) have double the HRP activity that their 

physiosorbed counterparts (yellow bar). The residual activity from HRP bound to TO-RCH alone (grey bar), and the lack of activity in samples without HRP confirms efficient blocking 

of the platform, and that HRP is in fact bound to anti-HRP antibodies in the two other cases. (b) Different anti-HRP concentrations allow optimisation of HRP capture efficiency. 

Error bars correspond to the standard deviation from three independent experiments (different sets of SERS-immunotags). One-way analysis of variance (ANOVA) followed by the 

Tukey’s multiple comparison test were applied for statistical comparisons. p≤0.05, ** p≤0.001.
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 Moreover, this residual activity from HRP adventitiously 

bound to the TO-RCH platform, confirms that HRP is in fact 

bound to anti-HRP antibodies in the two other cases in which 

antibodies are present.  

To optimise the capture of HRP to the platforms, the 

concentration of anti-HRP used in the chemical cross-linking 

procedure was varied from 10 to 90 g.L-1 (Figure 4B). Upon 

HRP binding, maximum enzymatic activity was found for an 

antibody concentration of 50 g.L-1. The decrease in enzymatic 

activity for higher concentrations indicates that steric hindrance 

of the antibodies compromises the binding of the antigen. This 

is a factor which must be taken into consideration in defining 

the limit of detection of the present biosensor. In further 

experiments, we thus decided to use TO-RCH capture platforms 

with covalently bound anti-HRP antibodies, at a concentration 

of 50 g.L-1. 

 

SERS-based immunoassay. 

Characterisation of the sandwich immuno-complex. To 

characterise the formation of the sandwich immuno-complex at 

the capture surface, Atomic Force Microscopy (AFM) images 

were obtained to compare the capture platform containing 

anti-HRP, and the platform containing the sandwich 

immunocomplexes formed in the presence HRP and SERS-

immunotags (Figure 5A and 5B). The capture platform shows 

globular features homogeneously distributed over the surface, 

with diameters around 40 nm, which are absent in the AFM 

images of TO-RCH before antibody immobilisation (Figure 3D). 

These features are bigger than expected, based on the diameter 

of the free antibody in solution (16 nm), which may be 

explained by the convolution effect of the AFM probe (tip14 

nm), and also by the roughness of the bare TO-RCH surface, that 

precludes a rigorous measurement of the size of small 

features.23,40 When HRP and SERS-immunotags are added to 

form the sandwich immunocomplex, the diameter of these 

globular features increases to 150 nm (Figure 5B), a size within 

the expectable range for the sandwich immunocomplex. 

Further corroboration of the presence of sandwich 

immunocomplexes was obtained by SEM coupled with Electron 

Diffraction Spectroscopy (EDS), by the detection of gold at the 

globular aggregates, confirming the presence of AuNSs from the 

SERS-immunotags and thus the identity of these aggregates as 

sandwich immunocomplexes (Figure 5C and 5D). 

The sandwich immuno-complexes were also characterised 

by Raman spectroscopy, to evaluate the feasibility of the 

present sensor. Figure 6 shows Raman spectra of the as-

prepared TO-RCH platform, and of the platform after covalent 

immobilisation of anti-HRP. For comparison, SERS spectra of the 

SERS-immunotags (with MBA as Raman reporter) deposited 

onto a glass surface and of the total sandwich immunoassay, are 

also presented. SERS spectra of MBA in the SERS-immunotags 

and in the sandwich immunoassay, show two highly enhanced 

sharp bands at 1079 and 1590 cm-1. In this spectral region, the 

capture platform shows a strong Raman band at 1097 cm-1, with 

weaker shoulders up to 1160 cm-1 and weaker broad bands in 

the 1200-1500 cm-1 region (Figure 6). Raman spectra of the TO-

RCH platform have a much lower intensity that the SERS signal 

from the MBA reporter in the SERS-immunotags, as is 

Figure 5 - AFM topography images of surfaces from (a) Capture platform i.e. TO-RCH platform functionalised with anti-HRP (maximum height of 500 nm, inset maximum height of 

60 nm); (b) Sandwich immunocomplex, i.e., capture platform as incubated with the antigen, HRP, and then incubated with the SERS-immunotags to form the sandwich 

immunocomplex (maximum height of 300 nm, inset maximum height of 60 nm). (c) SEM image of the surface with a positive sandwich immunocomplex assay; (d) Comparison 

between EDS spectra of sandwich immunocomplex assay (blue trace) and the negative control (grey trace). The blue spectrum was taken from the area highlighted by a yellow 

square in (c). 



Journal Name  ARTICLE 

This journal is © The Royal Society of Chemistry 20xx J. Name .,  2013, 00 , 1-3 | 7  

Please do not adjust margins 

Please do not adjust margins 

noticeable in Figure 6, in which these spectra are represented 

with a 10-fold signal amplification. Nevertheless, platform 

contribution to the background signal, the strongest band at 

1097 cm-1, can partially overlap with the 1079 cm-1 band of 

MBA, and can be falsely attributed to the MBA signal, leading to 

a decrease in biosensor performance.  

Interference from the background and low reproducibility 

are two of the major drawbacks for the successful 

implementation of SERS as a highly sensitive detection 

technique20. To overcome these issues, we used a combination 

of two approaches. First, SERS data were collected using a point 

mapping method, in a scan of 21 x 21 mm, in triplicate, with a 

total of 1233 pixels per sample. This approach allows the 

detection of a larger number of reporter signals, reducing the 

problem associated with inhomogeneity of the sample, and 

avoiding prolonged laser illumination that may lead to 

photodecomposition. The second strategy was to use the CLS 

(see SI, section 6 for details), for efficient removal of the 

background signal arising from the platform. CLS has been 

reported as a suitable method to resolve complex spectra even 

in high background situations28, allowing for accurate 

quantification of the SERS signals from the SERS-immunotag, 

even at very low concentrations. The method relies on spectral 

deconvolution, using as references, both the Raman spectrum 

of the capture platform and the SERS spectrum of the SERS-

immunotag. 

Figure 7Error! Reference source not found.A shows SERS 

spectra of the capture platform after incubation with HRP and 

SERS-immunotags, i.e., the total sandwich immunoassay. HRP 

concentration was varied between 0.01-0.10 ng·mL-1, and SERS 

maps were performed in three different areas for each sample. 

Figure 7B shows a comparison between the CLS method vs. 

peak integral method using either the 1079 or the 1590 cm-1 

bands, for SERS data analysis. Both methods provide a linear 

correlation between the intensity of the probe and the 

concentration of HRP, but for the CLS method the coefficient of 

determination (r2) is 99.6% vs. 87.4% or 88.3% for the band 

integral method using the 1079 or the 1590 cm-1 bands, 

respectively. When applying the CLS method, a threshold value 

of 0.352 component coefficient was established for positive 

detection (see SI section 7). This was important to minimise the 

error for the components tested, as well as loss of information 

from the dataset41.  

The advantage of using the CLS method for low 

concentrations of HRP is evident in Figure 7C, in which the 

deconvolution of the experimental spectrum using CLS is 

compared with experimental data. As can be clearly seen, CLS 

can demultiplex and allow quantification of the signal from 

SERS-immunotags at low concentrations, decreasing the 

influence of overlapped bands from the background. The fitting 

result indicates that the CLS best-fit spectrum can reproduce all 

bands both from the SERS-immunotags and the platform, that 

are present in the experimental spectrum. 

Figure 7D shows two pixelated SERS maps obtained in the 

presence or absence of HRP. The higher the CLS score, the more 

intense is the blue colour, indicating that HRP has been 

specifically detected. The low counts in the control sample show 

that non-specific binding of the SERS-immunotags to the 

platform is negligible, confirming that the assay is highly specific 

to detect and quantify HRP. 

The limit of detection (LOD) and the limit of quantification 

(LOQ) of the immunoassay, were calculated by the standard 

IUPAC method as 7.5 ± 0.5 pg·mL-1 and 33.2 ± 0.2 pg·mL-1, 

respectively42. The major sensing properties of this work were 

compared with other detection systems and have been 

summarized in Table 1. These results further confirm the 

robustness of our immunoassay, making our biosensor superior 

to enzyme-linked immunosorbent assay (ELISA), and other SERS 

immunoassays4,43 and comparable to others44. Our RCH-based 

platform is also more sensitive, stable, and easier to fabricate 

and regenerate, than alternative designs2,3,7,45,46.  
  

Figure 6 - Relevant Raman and SERS spectra. From bottom to top: 10 x amplified Raman spectra of the as-prepared TO-RCH platform (black) and of the capture platform, i.e., 

after covalent immobilisation of anti-HRP (orange); SERS spectra of SERS-immunotags with MBA as Raman reporter (blue), and of the total sandwich immunoassay (red). 
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Table  1 - Comparison of the sensitivity of analytical methods for SERS-based immunoassay detection. 

Analytical method Limit of detection (LOD) References 

Enzyme-Linked Immunosorbent Assay (ELISA) 2 mg·ml-1 47 

Magnetic SERS immunoassay 10.0 ng·ml-1 4 

Vertical flow paper-based SERS immunoassay  3 ng·ml-1 43 

Hydrophobic paper-based SERS immunoassay   9 pg·ml-1 44 

Molecularly imprinted polymer (MIP) based 

sensors 
100 pg·ml-1 45 

Electrochemical biosensors 2.7 g·ml-1 46 

Paper-based microfluidics systems 47 pg·L-1 7 

SERS-improved Lateral Flow Assay 0.073 ppb 2 

Paper-based SERS assay 0.1 pg·ml-1 3 

TO-RCH capture platform 7.5 ± 0.5 pg·ml-1 This work 

Reproducibility and selectivity of the immunoassay. The inter 

and intra-reproducibility of the SERS-based immunoassay were 

evaluated by performing the immunoassay using three 

independent batches of TO-RCH platforms. Similar responses 

were obtained between different batches and within each 

batch with a relative standard deviation for the SERS signal of 

13%, indicating a high reproducibility between the four 

performed immunoassays for each sample (Figure S11). 

Figure 7 - Data treatment of SERS results for the sandwich immunoassay applied for HRP concentrations in the range 0.01-0.10 ng·mL-1 (a) Average SERS spectra for each HRP 

concentration; (b) Linear fit and corresponding SERS counts from the immunoassay, obtained by the CLS method (blue points and line with a coefficient of determination r2 = 

99.6%), or by the band integral method (grey points and lines with a coefficient of determination r2 = 87.4% for the 1079 cm-1 band; and r2 = 88.3% for the 1590 cm-1 band). Error 

bars indicate the standard deviation of three independent experiments. (c) Top: Measured multiplexed SERS spectrum (grey) and the best-fit spectrum by the CLS algorithm (red). 

Blue squares indicate SERS bands from MBA signal of the SERS-immunotags and orange squares bands indicate Raman from the capture platform. Bottom: Demultiplexed pure 

Raman spectra of MBA and the capture platform, from the best-fit spectrum. (d) pixelated SERS maps obtained in the presence or absence of HRP. The higher the CLS score, the 

more intense is the blue colour. 
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The selectivity of the SERS-based RCH immunoassay was 

assessed by testing the responses to a purified irrelevant 

antigen, namely P. falciparum His-Rich Protein 2 (PfHRP2), used 

for malaria infection detection48 vs. positive detection using the 

target antigen, HRP (Figure 8 and Figure S12Error! Reference 

source not found.). The low coefficients (mean of 0.05) 

obtained show a negative response for the non-target antigen, 

whereas the high coefficients (mean of 1.05) represent the 

positive detection of the target antigen. As can be seen in Figure 

8, high CLS scores SERS signals are only obtained in the presence 

of the immuno-complex, confirming an excellent and consistent 

selectivity response in detecting the presence of the intended 

antigen, HRP. 

Duplexing detection. A duplexed SERS immunoassay was 

performed to further demonstrate the versatility and 

usefulness of the proposed system. Two SERS-immunotags 

containing, two different Raman reporter molecules (DTNB and 

MBA) and two different antibodies (anti-HRP and anti-PfHRP2), 

respectively were incubated with a TO-RCH platform containing 

similar amounts of both antibodies covalently bound. Usually, 

the SERS signals from several reporters are identified and 

quantified by the peak integral method, which relies on 

separated specific bands2,3,49. In fact, the two Raman reporters 

present fairly separated specific Raman bands (e.g., MBA: 

1588 cm-1 and DTNB: 1335 cm-1). However, they also have other 

bands with a partial overlap (between 1063 and 1079 cm-1), 

which is around the broad band at 1098 cm-1 related to the 

weak cellulose spectra. By applying the CLS method, it was 

possible to resolve the mixed spectra from each pixel. CLS 

coefficients for MBA, DTNB and the RCH membrane from all the 

pixels were plotted in a coloured scheme in Figure 9Error! 

Reference source not found.. Also in this duplexing application, 

the CLS method was able to identify and clearly distinguish the 

two specific SERS reporters from the background, in contrast 

with the peak integral method, as illustrated for example by the 

work of Tan et al.28. 

Stability and reusability of the capture platform. The stability 

of the SERS-immunotags and of the capture platform are critical 

factors for the application of the biosensor. Therefore, the 

antigen-binding ability was monitored independently by 

measuring the enzymatic activity after HRP-binding for SERS-

immunotags or the capture platform after 16 h, 24 h and 168 h 

(one week), after the respective preparation. The SERS activity 

of the sandwich immunoassay was also monitored at the same 

time points (Figure S12). The anti-HRP antibodies bound to the 

capture platform showed great stability, retaining 83% of their 

initial binding activity, even after one week of storage. This high 

stability might be attributed to intermolecular cross-linking as 

already reported by others23. The SERS-immunotags, after one 

week, showed 52% of their original binding activity, a drop 

probably due to some agglomeration occurring in their stock 

solution. In terms of the SERS activity of the sandwich 

immunoassay, it did not vary appreciably after 24 h, and it was 

reduced by only 13% after one week (Figure S12). These results 

underscore the excellent properties of the RCH platform, 

providing a high-water content environment that contributes to 

biomolecules stabilisation. This is an advantage over many 

polymer matrixes and other functional surfaces (e.g. ELISA 

plates, paper-based substrates and glass) used for 

immobilisation23. 

Figure 8 - Selectivity response of the immunoassay based on classical least squares (CLS) results. The CLS technique was used to quantify the contributions of a “Negative control” 

(red data), obtained when using an irrelevant antigen (PfHRP2) and a “Positive” (green data) for the target antigen, HRP. In the box plots, squares are the mean value for each 

distribution, the middle line represents the median and the top and bottom lines of each box represent the 75 and 25 percenti le values, respectively. Whiskers show upper and 

lower adjacent values which is 3×IQR (Interquartile Range). Nonparametric analysis of variance by Kruskal-Wallis test (ANOVA) was performed for statistical comparisons. p≤0.05.  
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The ability to consecutively reuse the biosensor was also 

studied (see section 9, SI). Even after seven analytical cycles, the 

SERS activity of the sandwich immunoassay was 87% of the 

value obtained in the first assay of the cycle (Figure S13 and 

S14). Although no consensus exists on defining a successful 

regeneration process50, our cellulose-based SERS immunoassay 

was able to retain its activity over several cycles while reducing 

the overall cost of the SERS immunoassay, a feature absent in 

other paper-based assays3,51, thus proving to be suitable for 

repeated sensing applications in POCT, with minimal activity 

loss. 

Conclusions 

In this work, we present a highly sensitive and selective SERS 

immunoassay using HRP detection as a proof-of-concept 

analyte in a sandwich format. SERS-immunotags were based on 

AuNSs, a type of plasmonic NPs that associate the stability of 

gold with the exceptional Raman-enhancing properties of its 

hot-spots. These AuNSs were functionalised with the Raman 

probes MBA or DTNB, well known for their high Raman cross-

sections. Our approach for covalent attachment of antibodies, 

guaranteed a 5-fold increase in their biological activity in the 

final SERS-immunotags (as compared to attachment of 

antibodies by physiosorbion14), without the need for more 

expensive and laborious procedures, such as protein-A based 

immobilisation. Moreover, the approach to perform these 

functionalisation reactions in solution, leads to high 

reproducibility of the SERS signal and hints at easier scalability, 

compared to conventional methods of surface chemistry. The 

capture platform was easily prepared from regenerated 

cellulose-based hydrogel platform, a renewable and 

transparent material with low background fluorescence. 

Capture antibodies were also bound by the same simple 

covalent approach as used on SERS-immunotags, and here 

presented double biological activity as compared to 

physiosorbed antibodies. The presence of the sandwich 

complexes on the platform during a detection event, was 

confirmed by the detection of globular features by AFM. 

SEM/EDS, allowed to associate these globular features with the 

presence of gold, further confirming their identity. For SERS 

data analysis, we demonstrate the robustness of the CLS 

method, in situations of partially overlapping key Raman bands 

derived from SERS-immunotags and the RCH capture platform. 

In fact, application of the CLS method to SERS data treatment 

revealed superior discrimination of Raman probes signals from 

the background, a serious disadvantage of the more commonly 

used peak integral method. Also, CLS allowed a much better 

data fit in antigen concentrations in the 0.01 to 0.1 ng.mL -1 

range. The CLS method was also advantageously applied to a 

duplexing application of our SERS-immunosensor, as compared 

to peak integral method, and opens the way for multiplexing 

applications. Our developed SERS-based immunoassay greatly 

improves the detection limits of traditional ELISA approaches, 

Figure 9 - Pixelated SERS maps for duplexing detection. Top: Green map of an immunoassay containing equimolar amounts of anti-PfHRP2 and anti-HRP antibodies in the capture 

platform, equimolar amounts of the respective antigens in the assay solution, and equimolar amounts of MBA-SERS-immunotags containing anti-PfHRP2 antibodies and DTNB-SERS-

immunotags containing anti-HRP antibodies. Bottom: The CLS method allowed excellent data deconvolution of the green map into its blue (PfHRP2 detection) and yellow (HRP 

detection) components. Reference SERS spectra of the contents are represented above each pixelated SERS-map. 
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from mg to pg levels of detection, and its performance is better 

or comparable to other SERS-based immunosensors reported in 

the literature. The reusability of the capture platform reduces 

implementation cost of the biosensor, thus increasing its 

commercial attractiveness, while it also represents an 

environmentally sustainable option. The capture platform can 

withstand at least 7 cycles of regeneration, making it highly 

attractive for future POCT microfluidics applications.  

In conclusion, our approach at SERS immunoassay construction 

could successfully overcome the main challenges for application 

at POCT, including increasing reproducibility, sensitivity, and 

specificity, associated with an environmentally friendly and 

robust design. Also, the proposed design opens the way for 

multiplexing applications on a microfluidics POCT platform. 

Experimental 

Materials. 

The following reagents were used: Gold(III) chloride solution 

30% wt. Au in dilute hydrochloric acid (99.99%), sodium citrate 

tribasic dihydrate (99.0%), silver nitrate (99.9999%), 

Tris(hydroxymethyl)-aminomethane, 

ethylenediaminetetraacetic acid, acetic acid (≥ 99%), ethanol, 

the Raman reporters of 4-mercaptobenzoic acid and 5,5-dithio-

bis-(2-nitrobenzoic acid), the crosslinking reagents, buffers (2-

(n-morpholino)ethanesulfonic acid, phosphate-buffered saline 

and potassium phosphate buffer), as well as the reagents used 

in RCH preparation and in antibody immobilisation protocol 

(namely, lithium hydroxide (≤98%), microcrystalline cellulose 

(powder: 20 μm), 2,2,6,6,-tetramethylpipelidine-1-oxyl radical, 

sodium bromide, sodium hypochlorite, bovine serum albumin, 

skim milk powder, Tween 20, poly-l-lysine solution, horseradish 

peroxidase  (HRP) were all purchased from Sigma-Aldrich, St. 

Louis, USA. The anti-HRP antibody was from Antibodies-Online, 

Germany. Urea (≥ 99.5%) was purchased from Carl Roth GmbH, 

Germany. Enzymatic assay reagents, 2,2'-azino-bis(3-

ethylbenzothiazoline-6-sulfonic acid) was from Roche, France 

and hydrogen peroxide (30%) and nitric acid (65%) by Panreac 

AppliChem, Germany. L-ascorbic acid (99.9%) was purchased to 

Fluka, Buchs, Switzerland. Protein determination was by the 

bicinchoninic acid method (based on Smith et al.52) using a kit 

from Sigma-Aldrich, St. Louis, USA. Ultrapure™ Agarose was 

from Invitrogen—Thermo Fisher Scientific, Waltham, USA. All 

chemicals and reagents were of the highest purity available. 

Ultrapure water (18.2 MΩ·cm at 25 °C) was used for the 

preparation of all solutions, unless stated otherwise.  

 

Preparation of gold nanostars and SERS-immunotags. 

 

Gold nanoparticles synthesis and functionalisation. The synthesis 

of gold spheres and star-shaped nanoparticles were performed 

according with the proposed methods of Ojea-Jiménez et al.53 and 

Yuan et al.30, respectively. The functionalisation was performed as 

described in Oliveira et al.14. Detailed information can be found in 

section 1 of SI. 

SERS-immunotags with covalently attached antibodies. To promote 

crosslinking of the carboxylic acid groups of MBA or DTNB 

(MBA/DTNB) to the primary amines from the anti-HRP antibody 

molecules, several parameters were optimised, namely pH, reaction 

time, concentration and molar ratios of the reagents. The typical 

procedure to produce AuNS–MBA/DTNB–anti-HRP SERS-

immunotags was executed as follows: AuNS-MBA/DTNB – 0.2 nM - 

were washed by centrifugation at 2500 g at 4 C for 10 min and 

resuspended in 5 mM MES buffer pH 6.5. A volume of 10 L and 20 

L of EDC and SNHS at 1 mM was added to the colloidal suspension 

and let to react for 15 min in an orbital shaker (Biosan TS-100, Latvia) 

at 700 rpm at 25 C. Following the carboxylic group activation, anti-

HRP was added in appropriate amounts of antibody to obtain SERS-

immunotags with a [AuNSs]:[anti-HRP] molar ratio of 1:42214. The 

spent carbodiimide from AuNS–MBA/DTNB–anti-HRP, is removed 

through centrifugation. The incubation was also performed in an 

orbital shaker at 250 rpm, at 25 °C. Samples were then centrifuged 

for 10 min at 4 °C and 2500 g. The supernatant was discarded to 

remove excess protein and resuspended in 5 mM phosphate buffer 

pH 7.4. The blocking step was achieved through BSA to block non-

specific interactions at the same molar ratio used for the anti-HRP. 

The AuNS–MBA/DTNB–anti-HRP–BSA conjugates, are referred as 

“SERS-immunotags”. These SERS-immunotags were then used to 

incubate with HRP and/or anti-HRP to simulate the sandwich 

immunoassay. Incubation and wash steps were performed as done 

to form the SERS-immunotags. 

Regenerated Cellulose Hydrogel for antibody immobilisation. Based 

on procedures reported in the literature for the dissolution of 

cellulose32,54,55, the cellulose dissolution medium was prepared by 

mixing 4.6 wt.% LiOH, 15 wt%. urea in 80.4 wt.% deionised water. 

The solvent mixture was pre-cooled in a freezer at -25 C, until it 

becomes a frozen solid. The frozen solution was then allowed to 

thaw at RT, and 6 wt.% of microcrystalline cellulose (MCC) (powder: 

20 μm) was immediately added into the solvent system under 

vigorous stirring at -8 C until its complete dissolution (≈ 30 min). A 

freezing-thawing cycle was performed to improve cellulose 

dissolution. Then, 5 mL of the resulting viscous solution was evenly 

spread on a glass plate (10×10 cm2), and cellulose was regenerated 

for 60 min with glacial acetic acid. The sheet-like hydrogel membrane 

was thoroughly washed with deionised water to remove the 

remaining salts, dried at room temperature for 3 days and stored in 

air. 

In order to immobilise antibodies, the RCHs were oxidised by using 

TEMPO/NaBr/NaClO system as described by Isogai et al.37. Firstly, 52 

mL of ultrapure water were added to approximately 1 g of RCH. 

TEMPO and NaBr were dissolved and added to a final concentration 

of 2.5 mM and 15.28 mM, respectively. Then, 879.68 mM of NaClO 

were added in the solution and the pH was adjusted to 10 by adding 

0.5 M NaOH. The TEMPO-oxidised RCHs (referred as “TO-RCH”) were 

kept in the solution for 1 h under vigorous stirring (700 rpm). Finally, 

the TO-RCHs were thoroughly washed in ultrapure water and kept at 

room temperature in a solution of 10% of H2O2. 

The TO-RCH was made amine-reactive via EDC/SNHS activation to 

couple antibodies as follows: the hydrogel was washed with 

ultrapure water and immersed in 100 L of 10 mM MES buffer pH 

6.5. EDC/SNHS activation was achieved through the protocol 
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described by Dixit et al.56. Volumes of 100 L of EDC and SNHS at 

20.86 mM and 50.66 mM, respectively, were allowed to react with 

the hydrogel for 15 min in an orbital shaker at 250 rpm, at 25 °C, and 

the volume was discarded. Afterwards, 100 L of antibody at 50 

g.mL-1 in MES buffer 10 mM pH 6.5 were added. The solution was 

mixed with the pipette and incubated for 15 min in the orbital shaker. 

The sample was left incubating overnight at 4 C. The crosslinking 

reaction was stopped by washing three times the TO-RCH with 20 

mM PBS buffer at pH 7.4 to remove electrostatically bound 

antibodies. A volume of 100 L of skim milk as blocking agent at 0.5% 

(w/v) with Tween 20 at 0.05% (w/v) was added to the membrane and 

incubated in the orbital shaker for 30 min at 25 C. Since the antibody 

used herein is polyclonal i.e. is able to recognise multiple epitopes, 

the ratio between antibody and antigen can be considered as 1:116. 

Therefore, 100 L of 50 g.mL-1 of HRP were incubated for 30 min at 

25 C and then the hydrogel was washed as previously described for 

the crosslinking reaction. Special attention was taken during the 

washing steps, as it is essential in ELISA assays to remove unbound 

material9. Washing was done with buffer three times, after which the 

washing solution was removed completely. Antibody concentration 

was optimised to maximise the response of the substrate. The SERS-

based sandwich immunoassay was finalised by incubation of 1 nM of 

SERS-immunotags for 15 min at 25 C and washing with buffer three 

times. 

Biosensor characterisation. To characterise the biosensor, several 

features were examined, namely, reproducibility, selectivity towards 

the antigen, reuse through regeneration, time-stability, and 

multiplexing. In terms of SERS-based immunoassay, the whole 

procedure was the same as previously described in section entitled 

“Regenerated Cellulose Hydrogel for antibody immobilisation.”, with 

the following exceptions: for the selectivity assay, and as a negative 

control, an irrelevant antigen (Plasmodium falciparum His-Rich 

Protein 2 – PfHRP2, an antigen used for malaria detection assays) was 

used. For time stability studies, SERS-immunotags and the RCH 

functionalised with the anti-HRP were kept in phosphate buffer pH 

7.4 and PBS 10 mM at 4 C during assays; the regeneration study was 

accomplished by immersing the SERS immuno-platform in 100 L 

glycine-HCl pH 2.8 for 15 min, and subsequently 1 L of 1 M Tris-HCl 

pH 9 was added to restore the original pH of the solution and avoid 

denaturation of anti-HRP, followed by washing with PBS three times 

before repeating the incubation step with HRP and the SERS-active 

SERS-immunotags. A multiplex assay was performed by adding SERS-

immunotags with two different Raman reporters (MBA and DTNB) 

that recognise different antigens, namely, SERS-immunotags with 

MBA, were formed with monoclonal anti-HRP II that recognises HRP 

II, and SERS-immunotags with DTNB were formed with anti-HRP that 

recognises HRP. The SERS-immunotags at 1 nM were let to incubate 

with the RCH immuno-platform loaded with equivalent amounts of 

anti-HRP and anti-PfHRP2 and incubated with the respective 

antigens) as described before in section “Regenerated Cellulose 

Hydrogel for antibody immobilisation.” to allow the formation of the 

sandwich immunoassay. 

SERS-immunotags and regenerated cellulose hydrogel 

characterisation. 

HRP Enzymatic Assay. To determine the viability of anti-HRP 

antibodies, either in the SERS-immunotags or immobilised in the TO-

RCH capture platform, its capacity to bind HRP antigens was tested 

via an HRP peroxidase enzymatic activity assay. Incubation times 

were  90 minutes for SERS-immunotags and 30 minutes for the TO-

RCH capture platform16. Both the SERS-immunotags and the capture 

platform, before addition of HRP, had non-detectable enzymatic 

activity. Detection of peroxidase enzymatic activity was based on the 

Sigma-Aldrich protocol57. Measurements were carried out at 25 °C 

and pH = 5, Abs405 nm; and light path = 1 cm. A 0.001 M potassium 

phosphate buffer (pH = 5.0) was prepared as a reference sample. The 

oxidation of a coloured substrate, ABTS (Roche, France) by the 

enzyme HRP in the presence of hydrogen peroxide (H2O2), was 

followed by measuring the absorbance at 405 nm. 

Optical spectroscopies characterisation. All absorption spectra were 

recorded by a UV-Vis spectrophotometer Cary 50 Bio (Varian®, 

Agilent, USA) using quartz cells with 1 cm path length (Hellma®), at 

room temperature. The absorbance at 405 nm for the enzymatic 

assays performed on the RCH was measured in a multifunctional 

microplate reader TECAN SPARK 10M (Tecan Trading AG, 

Switzerland). Dynamic light scattering (DLS) and (zeta) -potential 

measurements were performed in a SZ-100 Nanopartica series 

(Horiba, Japan). A 4 mW He–Ne laser (532 nm) was used with a fixed 

90° scattering angle. All measurements were carried out at 25 °C. In 

DLS or -potential, each sample was measured three times and each 

measurement consisted of 10 or 100 acquisitions, respectively. 

Morphological characterisation. SEM observations of the RCH were 

carried out in a Carl Zeiss AURIGA Crossbeam (FIB-SEM) workstation 

equipped for EDS measurements (AZtec, Oxford Instruments, 

Oxford, UK). Cellulose membrane samples were placed directly on 

the SEM support. AFM analyses used an Asylum Research MFP-3D 

Standalone AFM system (Oxford Instruments). Samples were 

immobilised on glass slides, previously treated with a 0.01% w/v 

poly-l-lysine solution. AFM measurements were performed in AC 

mode with samples immersed in a PBS buffer solution. Silicon AFM 

probes (Olympus AC240TS, Olympus Corporation, Japan; k = 2 N/m, 

f0 = 70 kHz) were used for AFM topographs.  

Raman and SERS Measurements. 

Raman measurements were performed in a Renishaw inVia 

Qontor micro-Raman spectrometer equipped with an air-cooled 

charge-coupled device (CCD) as detector and a He–Ne laser 

operating at 32 mW of 632.81 nm laser excitation. For the SERS-

immunotags in solution (300 µL), and the final immunoassay was 

performed on the membrane placed onto a microscope slide, the 

laser beam was focused with 5× (n.a. 0.12) and long-distance 50× 

(n.a. 0.5) respectively. An integration time of 10 scans of 20 s each 

was used for all SERS-immunotags measurements. The intensity of 

the incident laser was 3.2 mW. Raman images of sandwich 

immunocomplexes on the RCH were obtained using a Raman point 

mapping method (scan of 21×21 m, step of 1 m). Triplicates were 

taken of all spectra making a total of 1233 points (pixels) per sample. 

Between different Raman sessions, the spectrograph was calibrated 

using the Raman line at 520.7 cm−1 of an internal Si wafer. All SERS 

spectra were recorded at room temperature. 

All raw data were collected digitally with Wire 5.0 software. 

Noise reduction, available on the software, was used to estimate and 

remove the noise through principal component analysis (PCA). 
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Baseline correction using a polynomial fitting (11th order) was then 

performed, taking care to ensure minimal alteration of raw data.  

Statistical analysis. For AGE, enzymatic assays and SERS-activity 

assays, results were presented as mean ± standard-deviation from at 

least three independent experiments run in triplicates. Normality of 

the data distribution was assessed firstly by the Kolmogorov-

Smirnov58 and then by Shapiro-Wilk59 test for increased statistical 

power. The conjugation efficiency and antigen detection in AGE 

assays, and covalent and electrostatic methods in enzymatic assays 

were statistically compared using two-sample Student t-test, 

acquiring the p-value accordingly with Welch correction60. To 

perform a statistical group comparison tests, one-way analysis of 

variance (ANOVA)61 followed by the Tukey’s multiple comparison 

test were applied62. Outliers were identified by Grubbs test63. 

Significance was considered when p-values ≤ 0.05. Nonparametric 

analysis of variance (Kruskal-Wallis test58) was performed on the CLS 

score of individual immunoassay samples across all populations to 

test the statistical difference between groups. 
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